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ALL 1% RESISTORS ARE 1/4 WATT UNLESS OTHERWISE NOTED. 
ALL OTHER RESISTORS (5%) ARE 1/2 WATT UNLESS OTHERWISE 
NOTED. 


RESISTOR VALUES ARE IN OHMS (K=1,000, M=1, 000, 000). 
CAPACITOR VALUES ARE IN UF. 
V DENOTES CIRCUIT GROUND. 


é C_) DENOTES A DC VOLTAGE MEASURED FROM THE POINT 
INDICATED TO GROUND WITH THE FOLLOWING CONDITIONS: 


A. RANGE SWITCH SET TO 1 VOLT. 
B. FUNCTION SWITCH SET TO +DC. 
C. INPUT SHORTED. 


D. MEASUREMENTS MADE WITH A HIGH IMPEDANCE 
VOLTMETER. 


. (1) DENOTES A CIRCUIT BOARD CONNECTION. 
. ©) DENOTES OTHER CONNECTIONS. 


SWITCHES ARE SHOWN IN CCW POSITION."D" ON SWITCHES 
DENOTES DUMMY LUGS USED FOR ELECTRICAL TIE POINT. 
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1. ALL 1% RESISTOR: 
ALL OTHER RESIS” 
NOTED. 


2. RESISTOR VALUES 
3. CAPACITOR VALU 


4. V DENOTES CIRC 


5. C_) DENOTES A DC 
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B. FUNCTION 
Cc. (INPUT SHO 


D. MEASUREM 
VOLTMETER 


6. (1) oENoTes A Cl 
7. C) DENOTES OTH 


8. SWITCHES ARE S 
DENOTES DUMMY 
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